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TEKRAN 2537X ANALYZER

 Thanks to Tekran Corp, I borrowed your slides for 

this presentation



FLOW DIAGRAM OF TEKRAN 
MODEL 2537X AUTOMATED 
MERCURY ANALYZER (PAT’D)
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MODEL 1130

& MODEL 1135 

FLOW PATH
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SAMPLING  & ANALYSIS ANIMATION
MODEL 1130 AND MODEL 1135

Rev: 1.0   January 2010



Step 0: Sample



Step 0: SampleStep 1: Flush



Step 1: FlushStep 2: Pyro-Ht



Step 3: Part-HtStep 2: Pyro-Ht
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Step 3: Part-HtStep 4: RGM-Ht
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Step 5: RGM-Ht2Step 6: Cool
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Step 7: WaitStep 0: Sample



QUESTIONS?
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